[Study on the performance of piezoelectric micro pump for insulin injection].
In terms of performance of piezoelectric micro pump, this paper explores the piezoelectric ceramic plate in different wave driven micro pump flow rate. The conclusion is that the square wave voltage gets the biggest micro pump velocity. The velocity and pressure of the micro pump is almost linear relationship, and having nothing to do with the different inner diameter pipes. The piezoelectric micro pump's stability is not good and exists attenuation.